[Comparative study of three commerical preparations for the detection of Australia antigen].
2,944 sera from blood donors (420 of them being new donors) were tested in four techniques: Counterelectrophoresis (CEP) and three commercial tests: Ausria II, Auscell and Hepanosticon. Over 10 HBs Ag detected by RIA, 8 were evidenced by the Auscell test and 6 by the Hepanosticon Test. False positive results (approximately 3%) represent a disadvantage to the reverse hemagglutination method; this rate increased considerably in a group of 386 patients sera also tested. The authors conclude that the results obtained with the reverse hemagglutination technique are nearing those of RIA.